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(1) Water inlet

(2) Water waste

(3) Water overflow

(4) Fix and developer waste

(5) Standpipe waste for waste water only
(6) 13A fused electrical supply

® (7) Cold water hose union with filter and

] — flow restrictor valve
{0l

(8) Ball-0-Fix restrictor and isolating valve
(9) Domestic Appliance service valve

(10) Flexible hose

(11) Waste chemical containers

® (12) Chemical containers

(13) Chemical syphon tubes
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CHEMICALS THESE CONTAINERS
MUST BE AT LEASR 15 UTRE
CAPACITY EACH.

IMPORTANT NOTICE 32" (813mm)

All services need to be within
3—-4ft of the stand.
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